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Abstract. We present a series of ozonesonde profiles mea-
sured from Manus Island, Papua New Guinea, during Febru-
ary 2014, with new insights on the calibration of ozoneson-
des for measurements in the tropical troposphere. The exper-
iment formed a part of a wider airborne campaign involv-
ing three aircraft based in Guam, to characterise the atmo-
spheric composition above the tropical West Pacific in un-
precedented detail. Thirty-nine ozonesondes were launched
between 2 and 25 February of which 34 gave good ozone
profiles. Particular attention was paid to evaluating the back-
ground current of the ozonesondes, as this can amount to
half the measured signal in the tropical tropopause layer
(TTL). An unexpected contamination event affected the mea-
surements and required a departure from standard operating
procedures for the ozonesondes. The most significant depar-
ture was not exposing the sondes to ozone during prepara-
tion, which meant that the background current remained sta-
ble before launch. Comparison with aircraft measurements
allows validation of the measured ozone profiles and con-
firms that for well-characterized sondes (background current
∼ 50 nA) a constant background current could be assumed
throughout the profile, equal to the minimum value mea-
sured during preparation just before launch. From this set
of 34 ozonesondes, the minimum reproducible ozone con-
centration measured in the TTL was 12–13 ppbv; no exam-
ples of ozone concentrations< 5 ppbv, as reported by other
recent papers, were measured. The lowest ozone concentra-
tions coincided with outflow from extensive deep convection
to the east of Manus, consistent with uplift of ozone-poor air
from the boundary layer. However, these minima were lower
than the ozone concentration measured through most of the
boundary layer, and were matched only by measurements at
the surface in Manus.
1 Introduction
The Tropical Tropopause Layer (TTL) is the region of the
tropical atmosphere between the top of the main convective
outflow and the base of the stratosphere (approximately 13–
17 km altitude) (Holton et al., 1995; Highwood and Hoskins,
1998; Folkins et al., 1999; Gettelman and Forster, 2002;
Fueglistaler et al., 2009; Ploeger et al., 2011; Pan et al.,
2014). It is a transition layer between the convectively domi-
nated mid-troposphere beneath and the statically stable (and
convection-free) stratosphere above, with composition de-
pendent both on convective uplift and large-scale transport.
Since the TTL is the main source region for air entering the
stratosphere in the Brewer–Dobson circulation, the concen-
trations of source gases within it determine the stratospheric
burden of ozone-destroying radicals such as Clx and Brx .
Furthermore, the temperature of the cold point determines
the concentration of water vapour in the stratosphere, while
clouds in the TTL, especially near the cold point, affect the
radiation budget. The TTL is therefore a region of consider-
able importance both for global stratospheric chemistry and
for climate.
The region of the tropics from the Maritime Continent
to the International Date Line is known as the Tropical
Warm Pool, where very warm sea surface temperatures
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(> 28 ◦C) support widespread deep convection (Wang and
Mehta, 2008). The tropopause is higher and colder here
than in other regions of the tropics, especially in Northern
Hemisphere winter, making this region of particular impor-
tance for the dehydration of air as it enters the stratosphere
(Fueglistaler et al., 2009). The West Pacific region is also
noted for very low ozone concentrations. Satellite measure-
ments of total ozone show a zonal wave-one structure in the
tropics with a maximum over the Atlantic sector and mini-
mum over the West Pacific (Thompson, 2003; Takashima and
Shiotani, 2007). This pattern is not restricted to the strato-
sphere: tropospheric ozone concentrations are also a mini-
mum in the same region, generally attributed to photochem-
ical destruction of ozone in the very clean marine boundary
layer followed by rapid vertical mixing by deep convection
(Thompson, 2003).
Folkins et al. (2002) noted that tropical ozone profiles typi-
cally exhibit an “S” shape with height, with a minimum con-
centration in the boundary layer (where ozone is destroyed
photochemically), a maximum in the mid-troposphere due to
long-range transport, and a further minimum at around 11 km
before increasing into the stratosphere. They argued that this
is consistent with the effect of deep convection lifting air
from the boundary layer to the outflow region. Closer exam-
ination of this process however suggests a more complex ex-
planation. Heyes et al. (2009) analysed a series of ozoneson-
des launched from Darwin, Australia as part of the ACTIVE
campaign (Vaughan et al., 2008) and concluded that the low-
est TTL concentrations of ozone occurred above the level of
convective outflow. Back-trajectories suggested that the ori-
gin of this air lay to the north-east of Darwin, to the east and
north-east of New Guinea. Uplift of air in large convective
complexes over the warm ocean in this region was proposed
as the source region for the lowest ozone concentrations mea-
sured over Darwin. This suggests that there may be preferred
locations or “hot spots” for lifting material to the TTL.
A controversial question regarding ozone measurements
in the TTL is whether the concentrations can fall to near-
zero values (< 10 ppbv) in the outflow of deep convection.
Ozonesonde observations during the CEPEX cruise over
the central Pacific frequently measured ozone concentrations
less than 10 ppbv, and occasionally close to zero in the TTL
(Kley et al., 1996). The authors suggested that lifting of near-
surface air (where ozone is often strongly depleted in the
tropics) essentially unmodified to the outflow of the convec-
tion could explain these observations, but they also pointed
out that near-zero ozone in the TTL was encountered more
frequently than near the surface during the cruise, and postu-
lated that there may be a hitherto-unknown mechanism to de-
stroy ozone in clouds. Model simulations by Lawrence et al.
(1999) showed that minima in ozone concentration in the
TTL over the West Pacific result from convective uplift, but
could not replicate the very low ozone concentrations found
by Kley et al. Such near-zero ozone values in ozonesonde
profiles were also reported by Solomon et al. (2005) and Rex
et al. (2014), again in the West Pacific region.
Doubts about the validity of these very low ozone concen-
trations were raised by Vömel and Diaz (2010), who exam-
ined in detail how the ozonesonde measurement is made. In
particular they examined the background current – an inter-
fering signal that must be allowed for when deriving ozone
concentrations from the raw data. Vömel and Diaz (2010)
pointed out that the ozonesondes in Kley et al. (1996) and
Solomon et al. (2005) measuring the lowest TTL ozone con-
centrations also had the highest background current. A re-
examination of the ozonesonde profiles of Heyes et al. (2009)
shows that the same issue may have arisen there with the
minimum value of 4 ppbv occurring in a sonde with a higher
background current than the others in that series (Sect. 3).
We discuss the issue of the background current in detail in
Sect. 2, but there is clearly uncertainty in the literature on the
best way to account for it when calculating ozone profiles
from the raw ozonesonde data. One of the aims of this paper
is to shed light on this uncertainty.
We present a series of ozonesonde profiles measured from
Manus Island, Papua New Guinea (2.07◦ S, 147.4◦ E) during
February 2014 as part of the CAST/CONTRAST/ATTREX
(Coordinated Airborne Studies in the Tropics/Convective
Transport of Active Species in the Tropics/Airborne Tropical
Tropopause Experiment) campaign to investigate the com-
position of the atmosphere above the West Pacific Warm
Pool. The campaign featured three aircraft based in Guam
(13.5◦ N, 144.8◦ E), to the north of the Warm Pool: the
NASA Global Hawk, the NCAR Gulfstream V and the UK
Natural Environment Research Council’s BAe146 (Fig. 1).
The ground campaign took place at the Atmospheric Radia-
tion Measurement (ARM) site next to the airport on Manus,
and comprised an ozonesonde campaign with supporting
ground-level observations from a TECO-49C UV photo-
metric ozone monitor, a Picarro G-2401 cavity ring-down
spectrometer to measure CO2, CH4 and CO, and a home-
built gas chromatograph to measure halogenated compounds
(Gostlow et al., 2010). Support with both logistics and me-
teorological data were provided by ARM and the Papua
New Guinea Meteorological Service. The ground-based data
set was collected between 1 and 25 February 2014, with
39 ozonesonde ascents (34 of which gave good data) between
2 and 25 February. As we show in this paper, overflights of
the NCAR Gulfstream V provided an opportunity to validate
ozonesonde measurements in the TTL during conditions of
low ozone concentration.
A key result of the CONTRAST campaign, reported by
Pan et al. (2015), is the bimodal distribution of free tro-
pospheric ozone concentration measured over the tropical
Western Pacific. Gulfstream V in situ measurements indicate
that vertical mixing and uplift of near-surface air maintains a
primary mode, narrowly distributed around 20 ppbv, from the
surface to 15 km. A secondary mode below 10 km, broadly
distributed around 60 ppbv, was identified as incursions of
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Figure 1. Map of the experimental area, with Manus and Guam
labelled.
midlatitude air based on the low humidity and layered struc-
ture. The minimum ozone concentration measured during
CONTRAST between 12 and 15 km was 13 ppbv, consistent
with Vömel and Diaz (2010)’s contention that ozonesonde
measurements of much lower concentrations are not reliable.
In Sect. 2, experimental details of the ozonesonde cam-
paign are presented, including the procedure to correct for
the background current. Section 3 presents the aircraft mea-
surements used to validate the ozonesonde profiles. Section 4
presents a summary of the ozonesonde and ground-level
ozone measurements, and the conclusions are in Sect. 5.
2 Experimental details
2.1 The ozonesonde measurement technique
The ozonesonde technique relies on an electrochemical reac-
tion between ozone and potassium iodide (Eq. 1), followed
by half-cell reactions in the anode (Eq. 2) and cathode (Eq. 3)
(Komhyr, 1969).
2KI+O3+H2O→ 2KOH+ I2+O2 (1)
3I−→ I−3 + 2e− (2)
I2+ 2e−→ 2I− (3)
The anode half-cell contains a saturated potassium iodide
solution and the cathode an unsaturated KI solution; as the
ozonesonde ascends, a teflon pump bubbles air through the
cathode cell. The current produced is proportional to the flow
of ozone through the cathode cell, with each ozone molecule
assumed to generate two electrons (Komhyr, 1969). How-
ever, this is not the only reaction that produces a current
within the ozonesonde: other reactants produce a residual
background current (Thornton and Niazy, 1982), which in-
creases the measured signal and which must be accounted
for when calculating the ozone concentration.
The background current is of particular importance in the
TTL where it can be a substantial fraction of the total current
measured by the sonde. The best way to correct for the back-
ground current is the subject of much debate (e.g. Komhyr
and Harris, 1971; Thornton and Niazy, 1982, 1983; Reid
et al., 1996; Smit and Sträter, 2004; Smit et al., 2007), and
the two main manufacturers of ozonesondes, Droplet Mea-
surement Technologies and Science Pump Corporation, rec-
ommend two different methods: either a constant value mea-
sured before launch or a value that scales linearly with ambi-
ent pressure. The practice of using a pressure-dependent cor-
rection arises from early suggestions that the ozonesonde re-
acts with oxygen (Komhyr and Harris, 1971), but later stud-
ies ruled out this mechanism and suggested that the back-
ground current should be taken as constant with altitude, at
least in the troposphere (Thornton and Niazy, 1982; Reid
et al., 1996). However, Johnson et al. (2002) found that a
background reaction with the phosphate buffers of a standard
electrolyte solution did lead to a time dependence.
This confusion led Vömel and Diaz (2010) to examine in
detail the issue of background current. In the normal prepara-
tion of an ozonesonde, the sonde is exposed to stratospheric
concentrations of ozone to check that it is responding cor-
rectly. The background current is measured as the sonde
is drawing in ozone-free air before and after exposure to
ozone. Reid et al. (1996) recommended that the first of these
measurements be adopted as the background current and
removed (as a constant value) from current measurements
in flight. However the standard procedure for ozonesonde
preparation (Smit et al., 2007) uses a value measured 10 min
after exposure to ozone. Vömel and Diaz (2010) found that
the background current continues to decrease after exposure
to ozone, even for periods of hours – suggesting that a value
measured 10 min after exposure to ozone will be an over-
estimate by the time a sonde reaches the TTL, leading to
an underestimate of the ambient ozone concentration when
subtracted from the measured current. This decrease in back-
ground current is strongly dependent on the strength of the
phosphate buffer concentration in the cell solution. Vömel
and Diaz (2010) recommended the use of a background cur-
rent Ibg= 0.09I + 0.014 µA for the 1 % KI, full-buffer cath-
ode cell solutions used in this paper, regardless of the mea-
surements made during sonde preparation; the dependence
of Ibg on the current I suggesting that the assumption of
two electrons per ozone molecule passing through the cath-
ode cell is not correct. Reprocessing past soundings with this
formula for background current was shown to remove all the
cases of near-zero ozone – not surprising as the background
current of ∼ 0.025 µA that this gives in the TTL is well be-
low the 0.065 µA used for example in the original analysis
of the CEPEX data. Independent verification of Vömel and
Diaz (2010) has however not been performed to date, and we
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examine below the application of this recommendation to the
Manus data set and the comparison with aircraft data.
It is clear from previous work that the background current
is not a well-defined quantity, and that there is uncertainty
on the best way to measure it and its possible variation dur-
ing flight. This is acknowledged by the Global Atmospheric
Watch (GAW) report on ozonesondes (Smit et al., 2013)
which calls for more fundamental research on this topic. We
now describe in detail the ozonesonde preparation method in
Manus, which departed from GAW-standard procedures in a
number of ways.
2.2 Ozonesonde preparation
The ozonesondes used here were EnSci Model Z sondes
supplied by Droplet Measurement Technologies, coupled to
Väisälä RS92G radiosondes which provided pressure, tem-
perature, humidity and wind profiles. All were from the
same batch of sondes supplied just before the campaign. The
cathode solution comprised 1 % KI with 25 g L−1 of KBr,
5 g L−1 Na2HPO4 · 12 H2O and 1 · 25 g L−1 NaH2PO4 ·H2O
as buffers. Standard procedures for preparing ozonesondes
follow a two-stage process aimed at reducing the background
current to less than 50 nA at the time of launch and measur-
ing the sonde’s pump flow rate. In this work the background
current was obtained by drawing air into the sonde through a
charcoal filter in an air-conditioned cabin where RH< 50 %
at all times. The current was measured with a Keithley 6485
picoammeter, and the pump flow rate F (in mL min−1) with a
Sensodyne Gilibrator unit. Repeated measurements of pump
flow rate generally agree to 1–2 %. The ozone partial pres-
sure pO3 (in mPa) was derived from the measured sonde cur-
rent as
pO3 = 4.307× 10−4
(
I − Ibg
)
Tbox
(
6000
F
)
, (4)
where Tbox was measured by taping a thermistor to the in-
let tube as it entered the ozonesonde pump. In this equation
I and Ibg are both measured in µA and Tbox in K. A pump
correction following Komhyr et al. (1995) was also applied
to the data but this is negligible for the altitude range consid-
ered in this paper.
The ozonesonde preparation procedures normally involve,
at different stages, purging the electrochemical cell and/or
the pump with high concentrations of ozone, characterising
the cell response to expected atmospheric concentrations of
ozone and drawing ozone-free air through the cell. For this
a Science Pump TSC01 ozone calibration unit was avail-
able. Normally, each ozonesonde would be first prepared 3–
5 days before flight, in a four-step process: (i) passing high
ozone through a new cell to remove organic traces; (ii) fill-
ing the anode and cathode cells and waiting for the current to
fall to 0.5 µA while drawing in ozone-free air; (iii) exposing
the cell to atmospheric concentrations of ozone to verify its
response; (iv) again drawing ozone-free air, measuring the
time response of the cell and the background current after
∼ 10 min. Then, on the day of flight, a second preparation
would follow basically the same steps except that high ozone
was only passed through the pump rather than the cathode
cell. Standard ozonesonde procedures specify a change of
solution once, at the beginning of the second preparation.
We found in Manus, however, that repeated changes of so-
lution were needed to reduce the background current to an
acceptable value (the number of changes varied from sonde
to sonde according to its requirements). The background cur-
rent was measured both at the beginning of the second prepa-
ration and as the minimum value recorded by the Väisälä
software after the sonde package was finally assembled (but
before taking it out of the air-conditioned environment – in
the humid tropical atmosphere outside the cabin the charcoal
destruction filter does not work correctly).
The procedures used in Manus departed, as already men-
tioned, from the GAW recommendations. The most impor-
tant deviation (a consequence of the malfunctioning calibra-
tion unit, see below) was that the majority of sondes were not
exposed to ozone during preparation. This turns out to have
been advantageous, as it avoided the decay in Ibg reported
by Vömel and Diaz (2010). Smit et al. (2007) report that
the background current measured 10 min after exposure to
ozone in the final preparation exceeded that measured before
exposure to ozone by 34 nA on average for a sample of five
EnSci sondes. By contrast, for the uncontaminated sondes in
Manus the average difference in Ibg measured at the begin-
ning and end of the final preparation was only 6 nA (Fig. 2).
Together with changes in solution to ensure that Ibg fell to
around 50 nA, not exposing the cell to ozone resulted in a
stable Ibg during preparation, lending confidence to the sub-
sequent assumption that it remained constant during flight.
We examine this assumption further in the next section.
Other departures from GAW recommendations were the
following:
– The use of a 1 % solution rather than the 0.5 % which
leads to an oversensitivity to ozone and a bias of∼ +5%
in ozone concentration (Smit et al., 2013).
– Measurement of Tbox rather than the pump temperature,
leading to an underestimate of ozone by ∼ 3 % since
the pump temperature is higher by around 10 ◦C (Smit
et al., 2013).
– Use of a charcoal filter to provide ozone-free air rather
than an ozone-free gas supply. The effect of this is diffi-
cult to quantify, but will be most serious in a laboratory
with humid air and measurable concentrations of ozone.
In this case the relative humidity of cabin air was around
50 %, within the expected operational range of the filter.
On occasion a sonde was allowed to sample laboratory
air without the filter attached, but this made no differ-
ence to the measured current. This means either that the
laboratory was essentially ozone-free or that the filter
Atmos. Chem. Phys., 16, 619–634, 2016 www.atmos-chem-phys.net/16/619/2016/
R. Newton et al.: Ozonesonde profiles in the Warm Pool: measurements and validation 623
0
0.05
0.10
0.15
0.20
0.25
0 10 20 30 40
Minimum current reached in prep, µA
Minimum current in TTL, µA
Minimum current in software prior to launch, µA
Sonde number
C u
r r
e
n
t ,  
µ A
Ozonesonde raw currents
Figure 2. Values of background current measured at the beginning
and end of the day-of-flight preparation (black and blue respec-
tively) and the minimum current measured in the TTL during flight
for the 34 successful ozonesondes.
was not working. When the sonde was taken outside and
the filter removed, an increase in signal was measured,
so we conclude that the filter was working correctly and
that laboratory air was essentially ozone-free.
– correction to pump flow rate measurement for humidifi-
cation of air. For a laboratory at 20 ◦C and 50 % RH this
correction reduces F in Eq. (4) by around 1.5 % (Smit
et al., 2013), increasing ozone by the same amount
– in other words equation 4 underestimates ozone by
∼ 1.5 %.
The overall effect of departures from the GAW recommenda-
tions is therefore small – much smaller than the error due to
the background current uncertainty for tropical tropospheric
ozone concentrations.
2.3 Contamination
A complication encountered during this experiment was the
sudden appearance of a contamination source inside the
TSC01 which produced a large signal from the ozonesonde.
This badly affected the first two sondes, rendering their
data unusable. These sondes were extensively exposed to air
drawn through the TSC01 during their second preparation
(the first having been completed normally before the con-
tamination appeared). Contamination also rendered the cal-
ibration cell on the TSC01 unusable. Sondes 3 and 4 were
again clean on first preparation but were briefly exposed to
the TSC01 on second preparation, after an initial measure-
ment of the background current. The remaining sondes were
not exposed to the TSC01 at all during the second prepa-
ration – the sonde’s response to ozone was assumed to be
normal and the background current was measured by draw-
ing air through an external charcoal filter. Sondes 5–14 were
briefly exposed to the TSC01 on first preparation and were
subsequently found to have elevated background currents.
Sondes 15 onwards were not exposed at all to the TSC01
and the background currents from these sondes were around
50 nA before launch.
Figure 2 shows how the background currents measured for
each sonde varied during the campaign, compared to the min-
imum current measured by the cell in the TTL (taken from
the Väisälä raw data telemetry). During the latter part of the
campaign the background current was around half the mini-
mum measured in the TTL, but during the early part the mini-
mum current was close to or even lower than the background
– implying an impossible negative ozone. Clearly the con-
tamination did not remain constant during a flight.
On return from Manus a series of laboratory experiments
were conducted to ascertain the properties of the contamina-
tion. These are summarised in the Appendix, but the salient
result is that for lightly contaminated sondes (such as 3–15)
the effects of the contamination tended to disappear over a
similar timescale – ∼ 1 h – to that taken by a sonde to reach
the TTL. Based on this, and the evidence in Fig. 2 that the
minimum ozonesonde current in the TTL was remarkably
stable over the campaign, we assume that in-flight the con-
tamination disappeared and the background current returned
to a value of 50 nA, consistent with the uncontaminated son-
des. A hybrid background current correction was thus de-
vised:
Ibg = 50nA+
(
Imeasbg − 50nA
) p
p0
, (5)
where Imeasbg was the measured background current before
launch, p the pressure and p0 the surface pressure.
The spread in measured background current for the uncon-
taminated sondes was around 10 nA (0.01 µA, Fig. 2, sondes
15 onwards), with a similar difference between the values
measured at the beginning and the end of the preparation,
so it is reasonable to estimate an uncertainty in Ibg mea-
sured before flight of ±10 nA. If Ibg were constant during
flight this would correspond to an uncertainty of ±3.4 ppbv
in the TTL. According to Thornton and Niazy (1983), Ibg
should remain constant up to 100 mb, then decline logarith-
mically with pressure. Our laboratory investigations on an
uncontaminated sonde (Fig. A3) suggest a small decrease of
around 5 nA in going from lab pressure to 100 mb, consistent
with Thornton and Niazy’s result within error limits. Taking
this as an uncertainty (rather than a bias) in the variation of
Ibg we estimate the uncertainty in TTL ozone below 100 mb
to be ±5 ppbv. The cold-point tropopause during the cam-
paign at Manus was always between 90 and 110 mb, with the
ozone concentration increasing rapidly in this range: the min-
imum concentration was always found below 110 mb. Above
100 mb the use of a constant Ibg will tend to lead to an un-
derestimate of ozone, but as ozone was generally > 50 ppbv
www.atmos-chem-phys.net/16/619/2016/ Atmos. Chem. Phys., 16, 619–634, 2016
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Figure 3. Map of the co-located measurements of Gulfstream V
flights RF09 and RF14, and CAST ozonesondes 6, 34 and 35. The
blue flight path is RF09, the red is the outbound leg of RF14 and
green is the return leg of RF14. The black lines are the flight paths of
ozonesondes 6, 34 and 35, which all remained in the east of Manus
Island at all times. The arrows show the direction of travel of the
Gulfstream V.
above 100 mb, and increasing rapidly with height, this effect
is only manifested in the stratosphere.
The error in TTL ozone for the contaminated sondes can-
not be assessed quantitatively but will certainly be greater
than that for the uncontaminated sondes. We can only get an
estimate of this error from a comparison with another tech-
nique, so we now turn to a comparison of ozonesonde profiles
with aircraft measurements.
3 Validation
One of the aims of the CAST and CONTRAST campaigns
was to investigate the accuracy of ozonesonde measurements
in the TTL by comparing them with near-coincident aircraft
measurements from the NCAR Gulfstream V. Ozone mea-
surements on the Gulfstream V were made using the NCAR
chemiluminescence instrument. The technique is based on
the chemiluminescent reaction of NO and O3 to produce ex-
cited NO2, a fraction of which decays by emitting a photon
(Ridley et al., 1992). A small flow of pure NO is added to
a flow of ambient air and the resulting photons are counted
using a dry-ice cooled photomultiplier tube. The instrument
is periodically calibrated against a Thermo Scientific 49i-PS
primary ozone standard on non-flight days. The overall un-
certainty is 5 %, or 1 ppbv at 20 ppbv. The precision of the
measurements at 20 ppbv is 0.1 ppbv (0.5 %), or better, for
the 10 s averages used here.
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Figure 4. Ozone concentrations from CAST ozonesonde 6 on
5 February (black), and the segment of Gulfstream V flight RF09
that was close to Manus Island (red). The aircraft measurements
most closely resemble the ozonesonde when the hybrid background
correction is used (solid line), compared to the constant (black dot-
ted line), pressure-dependent (red dotted line) and Vömel and Diaz
(green dotted line) corrections. The asterisk is the ozone concen-
tration measured by the TECO-49 on the ground on Manus Island.
The peak in the aircraft data near the surface is caused by biomass
burning.
On 5 February Gulfstream V flight RF09 flew to the west
of Manus Island and profiled from the surface to ∼11 km.
Figure 3 shows the path of ozonesonde 6 and the Gulf-
stream V flight segment near Manus, and Fig. 4 compares
their ozone profiles. Ozonesonde 6 was affected by contam-
ination with a high background current (143 nA). In Fig. 4,
four ozonesonde profiles are shown – one using a constant
background current correction (black dashed line), one using
a pressure-dependent correction (blue dashed line), one us-
ing the recommendation of Vömel and Diaz (2010) (green
dashed line) and the fourth using the hybrid correction (solid
black line). It is clear that the hybrid correction fits the Gulf-
stream V measurements (red solid line) very well, while the
constant correction gives artificially low (and in this case
negative) ozone in the TTL similar to the profiles reported
by Kley et al. (1996) and Rex et al. (2014). We conclude
that the hybrid correction provides a satisfactory estimate of
Ibg but reiterate the point made in the previous section that
a quantitative error estimate in TTL ozone for the contami-
nated sondes is not possible.
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Figure 5. As Fig. 4 for CAST ozonesonde 34 and outbound leg of
Gulfstream V flight RF14 on 22 February.
Gulfstream V flight RF14, on 22 February, passed just to
the west of Manus on two occasions – on an outbound jour-
ney towards Australia and then on the return journey back
to Guam. On both occasions, an ozonesonde was launched
so as to reach aircraft altitude as the aircraft made clos-
est approach to Manus. Ozonesonde 34, coincident with the
outbound leg, was launched at 01:31 UTC (11:31 LT) and
reached the Gulfstream V cruising altitude of 13.5 km at
02:11 UTC. In the flight-path map in Fig. 3, the red line is
the outbound leg of RF14. Figure 5 shows the ozone pro-
files from ozonesonde 34 and the co-located measurements
of RF14. Likewise ozonesonde 35, launched at 04:49 UTC
(14:49 LT) coincided with the return leg of RF14, reaching
the Gulfstream V cruising altitude of 180 hPa (13.5 km) at
05:29 UTC. On this leg the aircraft executed a profile be-
tween 13.1 and 14.7 km as it passed by Manus. Figure 3
shows the flight-path of the return leg in green. Figure 6
shows the profiles from ozonesonde 35 and the co-located
measurements from RF14.
Ozonesondes 34 and 35 were uncontaminated, so constant
background currents of 61 and 54 nA respectively were used
in the data analysis. In both cases, the agreement between
the ozonesonde and the aircraft data is within 3 ppbv – con-
sistent with the uncertainty in the background currents. By
contrast, the pressure-dependent correction and that recom-
mended by Vömel and Diaz (2010) clearly overestimate the
ozone concentration. We therefore conclude that for a well-
conditioned ozonesonde not exposed to ozone at all in the
pre-flight preparation, where the background current at the
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Figure 6. As Fig. 4 for CAST ozonesonde 35 and inbound leg of
Gulfstream V flight RF14 on 22 February.
end of the preparation is around 50 nA or less, subtraction of
this constant background produces an ozone measurement in
the TTL within a few ppbv of the correct value. We also con-
clude that our method of applying a hybrid correction pro-
duces sensible results for the contaminated sondes.
What we cannot be sure of is whether the hybrid method
applies only to this particular batch of sondes, or whether
it can be applied more generally to sondes where the back-
ground current in the preparation is substantially larger than
50 nA. To check this, we reanalysed an ozonesonde pro-
file from the ACTIVE campaign in Darwin, launched on
22 January 2006. This had a background current of 85 nA
which, when subtracted from the measured currents, resulted
in an ozone concentration minimum of 4 ppbv in the TTL.
A sonde the following day with a very similar ozone pro-
file but a background current of 55 nA measured a minimum
ozone mixing ratio of 12 ppbv. Applying the hybrid correc-
tion to the sonde on 22 January increased the minimum value
in the TTL to 12 ppbv, in line with the other sonde. This
suggests that the hybrid method may have wider validity
than the Manus data set and may be worth investigating fur-
ther. (We should emphasise that not all ozonesonde measure-
ments< 10 ppbv in the TTL are artifacts of elevated back-
ground currents: the lowest measured in Darwin was 8 ppbv
on 15 February 2006 with a background current of 37 nA.)
We have therefore applied the following background cur-
rent correction to the Manus data set, after discarding the first
two profiles:
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Figure 7. Time series of precipitation rate (in mm hr−1) measured by an optical rain gauge at the Manus Island ARM site. Data courtesy of
ARM archive.
Figure 8. MTSAT channel 2 (near-infrared) image from 19 Febru-
ary 2014, 18:00 UTC. The convection to the east of Manus Island
(red arrow) is visible as the brightest clouds in the image.
– For sondes 3 and 4, a hybrid correction was applied us-
ing Ibg measured at the beginning of the second prepara-
tion, before exposure to the TSC01 ozoniser. This value
was considerably smaller that measured after exposure
to the ozoniser, but higher than the ∼ 50 nA typical of
the uncontaminated sondes.
– For sondes 5 to 14, a hybrid correction was applied us-
ing Ibg measured just before launch.
– For sondes 15 on, a constant value of Ibg was applied
equal to that measured just before launch.
Note that for sondes 15 onwards Ibg measured at the begin-
ning and end of the second preparation were very similar
(Fig. 2).
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Figure 9. Variation of cold point tropopause temperature (red curve,
right axis) and cold point potential temperature (blue curve, left
axis) measured by the CAST sondes. Where double tropopauses
were observed (between 9 and 16 Feb), the local temperature mini-
mum corresponding to a steep increase in ozone concentration was
taken as the tropopause. In these cases the coldest point lay around
1–2 km higher.
4 Results
We present here an overview of the measurements made at
Manus during CAST. The campaign experienced two distinct
weather regimes – a dry period from around 1–10 Febru-
ary with little precipitation (Fig. 7) when deep convection
was well to the south of Manus, and a wetter period from
11 February on, with two particularly wet periods around 13–
15 February and 20–23 February. During the latter period in
particular, widespread deep convection occurred around and
to the east of Manus (Fig. 8), providing the conditions needed
to examine the ozone concentration in fresh convective out-
flow.
The two meteorological regimes are reflected in the time
series of tropopause (cold point) temperature and potential
temperature from the ozonesondes (Fig. 9), with θ generally
around 370 K from 1–12 February and rather lower, around
364 K, from 13 February onwards. Tropopause heights and
pressures for the whole campaign (not shown) ranged from
15.7 to 17.2 km, and 89 to 115 hPa respectively. Dou-
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Figure 10. Wind speed (in m s−1) and wind barbs (in knots), mea-
sured by the CAST sondes between 0 and 18 km. Note the easterly
jet in the TTL between 19 and 21 February, coincident with the low
ozone found in Fig. 11.
ble tropopauses were found from 9 to 16 February; the
tropopause shown in Fig. 9 corresponds to the first steep in-
crease in ozone concentration as the balloon ascended. (The
cold point during this period was around −86 ◦C.) Follow-
ing the period of double tropopauses, on 18 February, the
tropopause was at 370 K (17 km), but as the very wet condi-
tions became more established it descended to reach 354 K
(15.7 km) on 22 February. At the same time a distinctive
feature became established in the wind field (Fig. 10): from
16 February onwards, and especially from 20–23 February,
an easterly jet with wind speed up to 40 m s−1 was found
in the TTL, just below the tropopause. This jet was con-
fined to the troposphere – by 1.5 km above the tropopause
the wind had backed round to westerly, and remained west-
erly between 18 and 26 km. A corresponding minimum in
wind speed (of ≤ 2 m s−1 in most cases) was measured 700–
1200 m above the tropopause from 16 February onwards.
This easterly jet is consistent with convective outflow from
the large convective complexes to the east of Manus (Fig. 8)
reaching up to the tropopause during this period but not ex-
tending into the stratosphere.
The corresponding contour plot of ozone concentration is
shown in Fig. 11. This clearly shows the “S” shape expected
of tropical ozone soundings, with low values near the sur-
face and in the TTL, and a maximum in the mid-troposphere.
Minimum values of < 20 ppbv are frequently shown in the
TTL, around 14 km during the first meteorological period
and then up to 16.5 km during the second period. The pe-
riods of precipitation in Manus (Fig. 7) both correspond to
ozone concentrations< 20 ppbv reaching the tropopause, and
indeed in the very wet period between 20 and 22 February,
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Figure 11. Ozone concentration (ppbv) measured by the CAST
ozonesondes between 0 and 18 km during February 2014, overlaid
with potential temperature (K, white contours). Green bars at the
top denote the launch times of individual ozonesondes.
when the TTL easterly jet was at its most intense, ozone
minimum concentrations fell to < 15 ppbv. The lowest mea-
sured value was 8.2 ppbv on 21 February – a similar mini-
mum to that measured in Darwin during ACTIVE. This may
have been an outlier (its background current was 60 nA), but
five sondes reached between 12 and 13 ppbv (e.g. sonde 34
on 22 February, Fig. 5) and a further four between 13 and
15 ppbv. These values are entirely consistent with the mini-
mum ozone concentration of 13 ppbv measured by the Gulf-
stream V during CONTRAST (Pan et al., 2015).
To confirm that the very low ozone measured in the TTL
is consistent with uplift from the deep convection to the east
of Manus, back-trajectory calculations were performed using
the HYSPLIT on-line model. As an example, Figs. 12 and 13
show 4-day HYSPLIT back-trajectories initiated over Manus
at 02:00 UTC on 22 February (corresponding to sonde 34),
between 13 km (180 hPa) and 15 km (130 hPa). The trajec-
tories clearly indicate extensive uplift from the lower tropo-
sphere in the 48 h before the measurement, indicating that
the source of the low ozone in the TTL is indeed the lower
troposphere north of the Solomon Islands. Of course, the
HYSPLIT trajectories cannot represent ascent in individual
cloud systems, and so cannot determine whether the air is
really of boundary-layer origin, but they do confirm that the
meteorological conditions at this time were consistent with
widespread deep uplifting of air.
Figure 11 shows that the low-level ozone over Manus also
showed two distinct periods, consistent with the meteorol-
ogy. Ozone concentrations< 15 ppbv extended up to 2 km in
the dry period and persisted below 1 km up to 14 February,
but in the very wet period the lowest values were in the range
15–20 ppbv, more than the minima measured in the TTL.
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Figure 12. Map of the 21 HYSPLIT back-trajectories initiated from
Manus Island at 100 m intervals from 13 to 15 km. The trajectories
mostly come from the north-east of Manus Island, in the same loca-
tion as the area of deep convection seen in Fig. 8.
However, the ground-level measurements from the TECO-49
ozone monitor (Fig. 14) tell a rather different story. The dry
early period of the CAST campaign, from 1 to 12 February,
was characterized by a strong diurnal variation in ozone, with
maxima of ∼ 8–10 ppbv during the day and minima ∼ 2–
3 ppbv at night. Winds were very light and variable, allow-
ing the boundary layer to stabilise overnight, so we deduce
that the night-time minima during this period were a local
phenomenon. Wetter conditions set in by 13 February, with
the diurnal ozone variation largely disappearing in the steady
north-westerly breeze. Ozone concentrations in the range 9–
13 ppbv predominated up to 19 February, with 12–14 ppbv
thereafter. These values are in fact consistent with the mini-
mum values measured in the TTL (save for the very low value
on 21 February) – and with the sondes, which generally mea-
sured a steep increase in ozone in the bottom 200 m of the
profile (the altitude scale in Fig. 11 obscures this point). If
the lower tropospheric ozone in the uplift region to the east
of Manus was similar to that over the island, this would sug-
gest that the air reaching the very top of the TTL in the wet
period originated very near to the surface and was lifted to
the tropopause without significant mixing with surrounding
air, consistent with the suggestion of Kley et al. (1996).
5 Conclusions
One of the aims of this paper was to determine the best way
to correct ozonesonde profiles from a tropical station for the
effect of the background current. We were very fortunate that
the Gulfstream V flight RF14 was able to fly by Manus dur-
ing the period when very low ozone concentrations were ob-
served in the TTL by the sondes. Ozonesondes 34 and 35
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Figure 13. Pressure plot of the HYSPLIT back-trajectories. Zero
time is defined as the initialization time of the back trajectories, at
02:00 UTC on 22 February 2014.
were free of contamination, and when using a constant back-
ground current measured just before launch their measure-
ments agreed with the Gulfstream V to within 3 ppbv (the
realistic limit on the accuracy of the ozonesonde at 100 mb
is ±5 ppbv due to background current uncertainty). We con-
clude that for a well-prepared sonde – i.e., (for the batch used
here) one where Ibg ∼ 50 nA – a constant background current
correction is the best choice.
In preparing these sondes we found it necessary to change
solutions in the cells up to three times during a day-of-flight
preparation in order to ensure a sufficiently low background
current. Other than for sondes 3 and 4, we also did not ex-
pose the sondes to ozone during the day-of-flight preparation,
which removes the problem of the slow decay in Ibg after
such exposure (Vömel and Diaz, 2010). Both these changes
in standard procedures are recommendations from this work.
For the sondes exposed to contamination during first prepa-
ration a hybrid background current correction was adopted
after the laboratory investigation. Using this, the profile for
sonde 6 was found to agree remarkably well with the aircraft
profile from RF09 (Fig. 4), lending confidence to this some-
what arbitrary correction. Care must be taken not to gen-
eralise this result too far, but we can conclude (both from
the CAST sondes from Manus and the ACTIVE sondes from
Darwin) that a background current in excess of 70 nA is too
high for a constant Ibg correction – as shown by Vömel and
Diaz (2010) this leads to a substantial underestimate of the
TTL ozone and even to negative ozone in some cases (e.g.
Rex et al., 2014).
The minimum reproducible ozone concentration measured
in the TTL during CAST was 12 ppbv, consistent with the
minimum of 13 ppbv measured between 12 and 15 km by the
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Figure 14. Time series plot of ozone concentration (in ppbv) measured on the ground by the TECO-49 ozone monitor. The black line is
the 15 min median ozone concentration, and the grey lines are the 10th and 90th percentiles. A strong diurnal cycle is established between
3 and 12 February, which disappears on 13 February, replaced by a higher, more constant ozone concentration of ∼ 12 ppbv.
Gulfstream V during CONTRAST (Pan et al., 2015). This
is also consistent with the minimum measured in Darwin
with well-prepared sondes (12 and 11 ppbv on 23 January
and 14 February 2006, respectively) in air whose origin, ac-
cording to back-trajectory calculations, lay in deep convec-
tive uplift east and north-east of New Guinea. In both cam-
paigns an isolated example of a lower concentration, around
8–9 ppbv, was also measured. The CAST measurements con-
firm Vömel and Diaz (2010)’s conclusions that ozonesonde
measurements< 5 ppbv in the TTL are artifacts of the back-
ground current correction.
The lowest ozone concentrations measured in the TTL
above Manus occurred around 16 km during a period when
widespread deep convection was occurring near and to the
east of the island. This is consistent with the ‘hot spot’ idea
proposed by Heyes et al. (2009) for uplift of air to the up-
per TTL. The lowest ozone concentrations coincided with an
easterly jet, consistent with outflow from the deep convective
complexes. At this time, the ozone concentration in the low-
est 2 km over Manus exceeded 15 ppbv – only at the ground
and in the bottom 200 m of the profile could values as low
as 12 ppbv be found. This suggests that the widespread deep
convection was able to lift air from the lower boundary layer
into the upper TTL without significant mixing – a hypothesis
we cannot pursue further here but which will be the subject
of future investigations.
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Appendix A: Laboratory experiments
When the pattern found in Fig. 2 was discovered, the records
of the CAST field campaign were examined (Sect. A1) and
a series of laboratory experiments devised to ascertain the
reasons why the background current generally decreased be-
tween sondes 5 and 14 yet the minimum measured current in
the TTL remained reasonably constant. It was observed that
when an ozonesonde drew air from the TSC01 ozoniser unit,
a high current was registered. This was identified in the lab-
oratory experiments as being contamination, rather than high
concentrations of ozone, as explained in Sect. A2.
Neither the source nor the identity of the contamination
was known, and so an experiment was devised to determine
the response of an ozonesonde to pressure with various de-
grees of contamination, by placing it into a bell jar and vary-
ing the pressure. The results of this experiment are described
in Sect. A3. The contamination gradually disappeared over
time, so the bell jar experiments were neither reproducible
nor did they replicate exactly the conditions that were expe-
rienced on Manus, but they serve as a check on the validity
of the hybrid background current correction.
A1 Examination of records
The first five ozonesondes were normal on first prepara-
tion. Between the fifth ozonesonde being prepared for the
first time and the following day when the first ozonesonde
was being prepared for flight, the ozoniser was found to
be causing the cell current to increase dramatically even
when it was supplying “no-ozone” air. This affected the first
two ozonesondes’ day-of-flight preparations, and their back-
ground current remained well above that of a normal work-
ing ozonesonde. Thenceforth, an external ozone destruction
filter was used instead of the ozoniser to produce no-ozone
air and the sonde was not exposed to the ozoniser during
the day-of-flight preparation. However, ozonesondes 6 to 14
were briefly exposed to the ozoniser during their first prepa-
ration to check the response of the sonde to ozone. Since ex-
posure to the ozoniser was resulting in elevated background
currents, the ozonesonde sample tube was only connected to
it for a few seconds before being removed. However, this
turned out to be long enough to allow the contaminant to get
into the ozonesonde where it remained throughout the prepa-
rations.
Ozonesondes 15 onwards were not exposed to the ozoniser
at all, and were therefore the most reliable ozonesondes
launched during CAST.
A2 Source of contamination
In order to investigate the cause of the high background
currents in the first 14 ozonesondes, laboratory investiga-
tions were conducted after the equipment was returned from
Manus to Manchester, some 2 months after the campaign
ended.
First, the response of an ozonesonde was compared
with that of the TECO-49 ultraviolet photometric ozone
monitor. When sampling laboratory air, both TECO-49
and the ozonesonde measured comparable concentrations
(∼ 22 ppbv), and when drawing air through the external
charcoal filter the sonde measured 2 ppbv while the TECO-
49 measured 12 ppbv. However, when sampling supposedly
ozone-free air from the ozoniser (air drawn through an in-
ternal charcoal filter) the sonde measured 189 ppbv while
the TECO-49 again measured 12 ppbv. Clearly, therefore,
the ozoniser was acting as a source of some contaminant
which produced a positive signal in the ozonesonde but not in
the photometric ozone monitor – i.e., this substance was not
ozone. (The 12 ppbv signal measured by the TECO through
the filters is understandable as the flow rate of the TECO-49
is much higher than the ozonesonde and exceeds the capacity
of the filters). Further investigation, dismantling the ozoniser
and examining different parts, identified the source of the
contamination as the tube which is illuminated by a mercury
lamp to generate ozone. However, contamination was found
even on the PTFE manifold at the outlet of the ozoniser.
A plausible explanation for the contamination, pointed out
by one of the reviewers, is that condensation of water oc-
curred inside the tube at some point, which, when irradiated
by ultraviolet light, led to the production of hydrogen perox-
ide. H2O2 is known to react with KI in the cathode cell with
a very slow response time (Cohen et al., 1967), consistent
with the behaviour of the contaminant, and to stick to sur-
faces for a long time. The contaminant appeared first thing
in the morning when the equipment had been enclosed in the
air-conditioned laboratory overnight.
A3 Ozonesonde behaviour at different pressures
The effect of lowering the ambient pressure on the contam-
ination was then investigated by placing the ozonesonde in
a bell jar and lowering the pressure as the sonde continu-
ally sampled the air inside the bell jar. The bell jar was too
small to admit the ozone destruction filter but ozone mea-
surements inside the jar at ambient pressure were the same
as in the laboratory with the filter attached; thus air in the
bell jar was ozone-free. Three ozonesondes were exposed to
different amounts of contaminant by drawing air through the
TSC01 unit for different times: the first was heavily con-
taminated, the second slightly contaminated, and the third
not contaminated at all. The ozonesonde was placed in the
bell jar and left to settle to a constant background current for
about 5 min. The bell jar was then pumped down to a target
pressure using a rotary pump, and then the rotary pump was
switched off. The ozonesonde was left for 5 min to settle and
reach a constant background current, and then a new target
pressure was chosen.
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Figure A1. Current measured at each pressure for the contaminated
ozonesonde. The dashed line shows the order in which the mea-
surements were taken, starting from (1000 hPa, 160 nA) (the • data
point).
The first, heavily contaminated ozonesonde emulated the
first two ozonesondes launched in CAST, which were pre-
pared just after the contamination episode, but before the
contamination was recognised. The slightly contaminated
ozonesonde emulated ozonesondes 3 to 14, which were only
contaminated on first preparation. Ozonesondes 15 onwards
were not contaminated, like the third test ozonesonde in this
experiment.
The heavily contaminated ozonesonde was contaminated
on both first preparation and the day-of-flight preparation and
had a background current of 132 nA, which is comparable to
the early ozonesondes in CAST. Figure A1 shows the result
of the bell jar experiment. The current was erratic, which was
observed with the contaminated ozonesondes during CAST:
the current occasionally spiked by ∼ 20 nA, possibly due to
the cell picking up more contamination. The most likely be-
haviour of the ozonesonde was a decay of the background
current from 135 nA at surface pressure to 115 nA at 20 hPa,
still well above the expected value for a well-functioning
sonde. This confirms that a reliable background current es-
timate could not be made for the first two CAST sondes. The
ozonesonde used in this experiment was subjected to a fur-
ther preparation cycle (without exposure to contaminant) to
investigate whether it could be cleaned. Its background cur-
rent reached 40 nA after 15 min of no-ozone-air treatment,
indicating that the contamination was changing its character
over time: changing solutions in the Manus sondes did not
remove the contamination.
The second ozonesonde was initially contaminated in first
preparation, and then prepared cleanly in the day-of-flight
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Figure A2. Current measured from the slightly contaminated
ozonesonde as a function of time.
preparation, similar to ozonesondes 3–14 in Manus. How-
ever, as with the first test sonde, the contamination was found
to disappear so that the “day-of-flight” background current
was 55 nA – consistent with a clean ozonesonde. It appears
than that the contaminant changed its nature and became less
adhesive over the 3-month period since the contamination
event. More contaminant was therefore added at the end of
the second preparation, bringing the background current to
80 nA. The bell jar experiment showed little consistency in
the background current as a function of pressure, but a clear
decay over time (Fig. A2). Since in a normal ozonesonde
launch pressure decreases as a function of time, this gives
weight to the idea that a decaying background current cor-
rection with pressure is appropriate for the slightly contami-
nated ozonesondes.
The uncontaminated ozonesonde was prepared cleanly
both times, and had a background current of 45 nA. Fig-
ure A3 shows the result of the bell jar experiment. The
experiment was split into two sections, one in which the
ozonesonde remained above 200 hPa at all times, followed by
another in which the pressure was pumped down to 70 hPa.
The current decreased slightly between 1000 and 100 hPa
(45–40 nA), before decreasing to 27 nA at 70 hPa. This is
similar to the result found by Thornton and Niazy (1983),
which was attributed to a change in the mass transfer inside
the ozonesonde. Within experimental accuracy of ±10 nA,
therefore, a constant background current is appropriate to
the uncontaminated ozonesondes up to 100 hPa, with a pos-
sible decrease above this level. As the tropopause pressure
encountered in Manus was> 90 hPa, with the ozone concen-
tration increasing rapidly into the stratosphere, we have used
a constant background current throughout the profile for un-
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Figure A3. Figure showing the current measured at each pressure
for the uncontaminated ozonesonde. The sonde was tested up to
250 hPa in the first experiment (dashed line), before being brought
back to surface pressure and then tested up to 70 hPa (dash-dot line).
Only the data points that simulate ascent are shown.
contaminated sondes. (Note that the ozonesonde in this test
exhibited hysteresis when exposed to pressures lower than
100 hPa.)
A4 Conclusions from laboratory experimentation
The laboratory experiments could not reproduce the exact
conditions experienced in Manus because the contamination
was gradually disappearing and becoming less adhesive over
time. This is consistent with the general decrease of back-
ground current between sondes 5 and 14 in Manus, despite
their identical preparation procedure. Nevertheless, the be-
haviour is sufficiently similar to the CAST sondes as to pro-
vide support for the method used in Eq. (5) to calculate the
background current.
The bell-jar experiments show that the background current
in this batch of ozonesondes was largely constant in the ab-
sence of contamination, while that in a slightly contaminated
ozonesonde reduced with time to a “clean” value over a pe-
riod of∼ 30 min. This decay in Ibg is consistent with the slow
timescale for the reaction of KI with peroxide identified by
Cohen et al. (1967). The heavily contaminated ozonesonde
did not reduce to an acceptable background current, con-
firming that data from the heavily contaminated ozonesondes
launched in CAST should be discarded.
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